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What's special about CBRN self-contained 
breathing apparatus (SCBA)?
NIOSH Fact Sheet
In December 2001, the National Institute 
for Occupational Safety and Health 
(NIOSH) im plemented a voluntary  
approval program for Chemical,
Biological, Radiological, and Nuclear 
(CBRN) self-contained breathing  
apparatus (SCBA) respirators. NIOSH 
issues certificates of approval to SCBA in 
accordance w ith  the requirements of Title  
42 Code of Federal Regulations (CFR) Part 
84.
NIOSH approves open-circuit positive 
pressure SCBA as tight-fitting full face 
respirators (Subpart H) w ith  compressed 
air cylinders. NIOSH “13F” approvals 
refer to SCBA, including CBRN SCBA. The 
13F num ber/le tter designation contained 
in the NIOSH approval num ber refers to 
the original U.S. Bureau of Mines (NIOSH 
predecessor) test schedule and the letter 
designates the revision level. These 
respirators may be used for entry into 
and escape from oxygen-deficient 
atmospheres and those im m ediately  
dangerous to life or health (IDLH).
The Occupational Safety and Health 
Adm inistration (OSHA) defines an IDLH  
value in their hazardous waste operations 
and emergency response regulation as 
follows: An atmospheric concentration of 
any toxic, corrosive or asphyxiant 
substance that poses an immediate threat 
to life or would cause irreversible or 
delayed adverse health effects or would  
interfere w ith  an individual's ability to 
escape from a dangerous atmosphere (29  
CFR 1910.120).
CBRN SCBA respirators are different from  
other NIOSH-approved SCBA in that they  
must also comply w ith  additional 
requirements and special tests defined by 
NIOSH in accordance w ith  §84.63(c), 
including chemical agent permeation and 
penetration resistance against distilled  
sulfur mustard (HD) and sarin (GB), and 
laboratory respirator protection level 
(LRPL) tests. In addition, NIOSH also 
requires CBRN SCBA to m eet the 
applicable National Fire Protection 
Association (NFPA) 1981 Standard for 
Open-Circuit Self-Contained Breathing 
Apparatus for Emergency Services.
What is the significance of CBRN 
SCBA standards and test 
procedures?
The standards and test procedures have 
significant impact on selection, use, and 
maintenance procedures of CBRN SCBA as 
compared to other NIOSH-approved SCBA 
respirators. To properly care for and 
effectively use a CBRN SCBA respirator, you 
should understand the standards and test 
procedures for CBRN SCBA. A summary is 
described below. These standards and test 
procedures are posted on the NIOSH 
National Personal Protective Technology 
Laboratory (NPPTL) website at: 
http: //w w w .cdc.gov/n iosh/npptl/respstds. 
htm l#approved and
http: //w w w .cdc .gov /n iosh /npptl/s tps /resp  
irator testing.htm#STP ASR CBRN.
In addition, a lw ays refer to and understand  
the m anufacturer's user instructions and
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the com plete  NIOSH resp ira to r  approva l 
label p rov ided  w ith  the respirator.
Chemical Agent Permeation and 
Penetration Tests
Chemical agent permeation and 
penetration tests assure that under 
specified laboratory conditions the 
materials used in the CBRN SCBA 
construction (facepiece, valves, lens, hose, 
gaskets, etc.) resist chemical warfare  
agent (CWA) migration through the 
materials of the respirator assembly. 
Components and materials of a CBRN 
SCBA and other NIOSH-approved SCBA 
are different. Thus, only those 
components w ith  exact part numbers 
shown on the full NIOSH CBRN SCBA 
approval label can be a component of the 
respirator assembly. Do not replace these 
components and materials w ith  others 
that are not on the label even if  they 
appear to be similar.
Use of components not listed  on the 
complete NIOSH respirator approval 
label constitutes configurations not 
included in the NIOSH approval and can 
result in serious injury an d /or death to 
the wearer.
Open-circuit positive-pressure SCBA, 
including all components and accessories 
except the air cylinder (shell) must resist 
the permeation and penetration of HD 
and GB chemical agents when tested for a 
period of 6 hours on an upper-torso  
manikin connected to a breathing  
machine operating at an air flow  rate of 
40 liters per minute (lpm ), 36 
respirations per minute, 1.1 liters tidal 
volume. The agent concentrations used 
during the tests are specified in the 
standard and test procedure. Based on 
this laboratory test, CBRN SCBA should 
not be used beyond 6 hours after initial
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exposure to chemical w arfare agents 
(liquid or vapor) to avoid the possibility  
o f agent perm eation.
A CBRN SCBA is considered to be 
contaminated and must be 
decontaminated and discarded after 
initial contact w ith  any liquid or vapor 
phase chemical w arfare agent, regardless 
of the duration or frequency of such 
contact. At or before the 6-hour mark, use 
must be discontinued and the entire 
CBRN SCBA must be decontaminated 
including the cylinder valve assembly. 
Decontamination and disposal must be 
done in accordance w ith  manufacturer's 
instructions and applicable regulations.
Laboratory Respirator Protection Level 
(LRPL) Tests
The measured laboratory respirator 
protection level (LRPL) for each CBRN 
open-circuit positive pressure self­
contained breathing apparatus must be > 
500, when the SCBA facepiece is tested in 
a negative pressure mode in an 
atmosphere containing 2 0 -4 0  m g /m 3 
corn oil aerosol of a mass median 
aerodynamic diameter of 0.4 to 0.6 
micrometers. The test uses a panel of 25 
to 40 human test subjects having facial 
sizes and shapes that approximate the 
distribution of sizes and shapes of the 
general U.S. w orking population. This test 
assesses the respirator's ability to fit a 
wide range of facial sizes and shapes. It  
also ensures that instructions for the 
facepiece size selection and donning can 
be understood, and effective.
This test is not a replacement for a fit test 
of each individual w earer in accordance 
w ith  applicable requirements of agencies 
w ith  jurisdiction (OSHA, ANSI). The 
manufacturer's user instructions w ill
address the fit factor (e.g., 500) 
requirem ent for quantitative fit testing of 
each SCBA wearer.
How to determine if an SCBA is 
NIOSH-approved for CBRN 
protection level?
There are three NIOSH labels for a CBRN 
SCBA:
1. NIOSH Respirator Approval Label 
provided in the manufacturer’s 
user instructions or as an insert to 
the user instructions. This is a 
paper label.
2. SCBA harness label placed on the 
backframe carrier/harness  
assembly (adhesive label).
3. CBRN Agent Approved Label 
placed on the backframe 
carrier/harness assembly 
(adhesive label).
NIOSH CBRN Respirator Approval Label
This is a full respirator approval label and 
contains im portant inform ation to assist 
users in understanding the respirator, its 
protections, cautions and limitations, and 
exact approved configuration of 
components.
To determine the NIOSH-approved CBRN 
protection level and proper configuration 
of components this label should be 
examined and understood.
The NIOSH Respirator Approval Label 
contains the following information:
•  Departm ent of Health and Human 
Services (DHHS) and National 
Institute for Occupational Safety 
and Health (NIOSH) Logos.
•  NIOSH approval number (TC-13F- 
XXXXCBRN) shown w ith  a row  of
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components representing the 
approved configuration. The 
“CBRN” suffix in the approval 
number w ill always appear in the 
entire NIOSH respirator approval 
label regardless of the SCBA 
manufactured and approval dates.
If the approval number (TC) on this 
label does not include a CBRN suffix, 
it is not approved by NIOSH fo r  CBRN 
protection level.
•  CBRN level of protection (e.g., 
SC/PD/CBRN 30 min 2,216  
pounds per square inch (psig)) 
listed w ith in  each row.
•  Exact part numbers of components 
in the approved CBRN 
configuration.
•  Cautions and limitations 
statements listed in each row.
•  NIOSH CBRN Agent Approval Label 
shown as a complete label.
NIOSH CBRN SCBA Harness Label
This adhesive label is placed on the SCBA 
backframe carrie r/ harness assembly.
This label contains:
•  Departm ent of Health and Human 
Services (DHHS) and National 
Institute for Occupational Safety 
and Health (NIOSH) Logos.
•  Type and level of protection—  
NIOSH (TC-13F-XXXX) number 
and level of protection (e.g., 
S C /PD /30  min 2,216 (psig)).
•  Cautions and limitations 
statements
It  does not contain exact part numbers 
and the approved CBRN configuration of 
components.
The approval number and caution and 
lim itation statements on this harness 
label vary depending on the date NIOSH 
issued the approval and the applicable
NFPA Standard 1981 version (1997,
2002, or 2007) that it  meets.
For CBRN SCBA manufactured after 
August 31, 2007, the label w ill contain:
•  The suffix “CBRN” in the approval 
number (e.g., TC-13F-0132CBRN).
•  NIOSH standard SCBA and special 
CBRN cautions and limitations  
statements.
For CBRN SCBA manufactured prior to 
August 31, 2007, the label:
•  W ill not contain the letters “CBRN” 
in the approval number (e.g., TC- 
13F-0123). See the full label to 
confirm the SCBA is approved by 
NIOSH for CBRN protection.
•  W ill contain only NIOSH standard  
industrial SCBA cautions and 
lim itations statements.
NIOSH CBRN Agent Approved Label
For each NIOSH-approved CBRN SCBA 
there may also be a version of that SCBA 
model approved only for traditional 
firefighting/em ergency services. Only the 
SCBA models approved for use in CBRN 
environments w ill have a label indicating  
“CBRN Agent Approved” on the 
backframe carrier/harness assembly.
If the NIOSH CBRN Agent Approved label 
is not on the backframe carrier/harness  
assembly, it should not be used in CBRN 
environments.
There are four versions of the CBRN 
Agent Approved Label depending on the 
approval date of the CBRN SCBA:
•  Before December 5, 2005, the label 
w ill contain Centers for Disease 
Control and Prevention (CDC) and 
NIOSH logos for both new and 
upgraded/retrofit SCBA.
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•  On or after December 5, 2005 the 
label w ill contain only a NIOSH 
logo for both new and 
upgraded/retrofit SCBA.
•  Either label may contain the word  
“Retrofit” to indicate SCBA 
originally approved to the 
42CFR84 NIOSH 13F standards 
(industrial SCBA) and upgraded to 
m eet CBRN standards.
CBR?iAgent Approved
(Retrofit)
See Instructions for R equired Component 
Part N um bers, A ccessories, and A dditional 
Cautions and Lim itations o f Use
For more details NIOSH approval labels, 
refer to the NIOSH Fast Fact sheet on 
NIOSH A pprova l Labels— Key Inform ation  
to P ro tec t Yourself
NFPA/SEI Approval Label
Safety Equipment Institute Inc. (SEI) is a 
th ird-party certification authority that 
ensures compliance w ith  NFPA safety 
standards. An SEI label is on the 
backframe carrier/harness assembly 
(adhesive). There may be one or two of 
these labels signifying the NFPA 
standards that SEI has certified the 
respirator meets including:
NFPA 1981: Standard on Open-Circuit Self­
Contained Breathing
•  Apparatus (SCBA) for Emergency 
Services.
•  NFPA 1982: Standard on Personal 
A lert Safety Systems (PASS).
Retrofitting a Field Deployed SCBA to 
CBRN Protection Level
A NIOSH approved re tro fit k it is required  
to upgrade a NIOSH-approved SCBA to 
CBRN protection. The re tro fit program  
requires that:
•  A field-deployed SCBA selected for 
retrofitting to NIOSH CBRN 
protection level must meet the 
criteria established by the 
respirator m anufacturer for the 
re tro fit approval.
•  Upgrading is done by an 
authorized m anufacturer’s trained  
technician or the SCBA 
manufacturer.
•  Components and labels are 
installed per the NIOSH-approved  
CBRN Retrofit k it and instructions.
The m anufacturer’s user instructions are 
very im portant and address key selection, 
use, and maintenance information. For 
instructions applicable to your SCBA, 
refer to the m anufacturer’s user 
instructions.
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